Rapid multiplex PCR assay for the simultaneous detection of the Brucella Genus, B. abortus, B. melitensis, and B. suis.
The routine identification and differentiation of Brucella species is a time-consuming and labor-intensive process, which frequently places personnel at risk of laboratoryacquired infection. Here, we describe the development of a rapid multiplex PCR assay for the confirmation of presumptive Brucella isolates. The assay was able to identify and differentiate major human pathogens, namely B. abortus, B. melitensis, and B. suis, in a single test of less than an hour and a half.